[Iatrogenic streptococcal sepsis-- a case report].
A case study of iatrogenic streptococcal sepsis is presented. That was caused by the stomatological device left in a dental alveolus at time of dental treatment and prosthetic restoration. Systemic inflammatory response because of dentigenous spread endangered the patients life.